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Abstract
Purpose To evaluate the residual surface roughness of 5 common diamond-coated interproximal reduction (IPR) systems
after consecutive in vitro applications in relation to system, diamond grain size, and instrument thickness.
Methods IPR was performed on 80 extracted human incisors using motor-driven strips and discs under predefined
conditions. The IPR auxiliaries were applied at 5 consecutive sessions of 20s on intact interproximal surfaces, and the
surface profile (Ra, Rz, Rmax) was analyzed at baseline and after each session with an optical profilometer.
Results No overall significant difference in the roughness values was found between systems (P= 0.07 for Ra, P= 0.33
for Rz, and P= 0.48 for Rmax). There was a significant average decrease of Ra, Rz, and Rmax for all systems for every unit
increase in time by –0.171μm (P< 0.001), –3.297 (P 0.001), and –2.788μm (P= 0.001), respectively. Ra, Rz, and Rmax
values increased significantly, i.e., by 0.194μm (P= 0.003), 5.890μm (P= 0.001), and 5.319μm (P= 0.010) as instrument
thickness increased by one unit. No significant reductions in Ra, Rz, and Rmax were observed across grain sizes (–0.008μm
[P> 0.05], –0.244μm [P> 0.05], and –0.179μm [P> 0.05], respectively). There was no evidence of interaction between
system and time as the P values for Ra, Rz, and Rmax were 0.88, 0.51, and 0.70, respectively.
Conclusions All IPR materials presented significant gradual decrease of surface roughness after repeated applications.
There were no significant roughness changes among auxiliaries of different grain sizes. Thinner auxiliaries showed signif-
icantly more roughness reduction, possibly requiring more frequent replacement than thick auxiliaries in clinical practice.
Keywords Dental high-speed technique · Surface roughness · Optical profilometer · Dental enamel · Enamel stripping
methods
Quantitative Untersuchung der fortschreitendenAbnutzung elektrisch angetriebener
Interproximal-Reduktionssystemebei wiederholter Anwendung
Eine In-vitro-Studie
Zusammenfassung
Ziel Beurteilt werden sollte die verbleibende Oberflächenrauigkeit von 5 handelsüblichen diamantbeschichteten Interpro-
ximal-Reduktionssystemen nach wiederholter In-vitro-Anwendung, differenziert wurde dabei bezüglich System, Diamant-
korngröße und Instrumentendicke.
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Methoden Interproximal-Reduktion (IPR) wurde mit motorgetriebenen Streifen oder Scheiben an 80 extrahierten mensch-
lichen Inzisiven unter standardisierten Bedingungen durchgeführt. Die IPR-Systeme wurden für 5 aufeinander folgende
Anwendungen von 20s an intakten Interproximalflächen eingesetzt, die Oberflächenrauigkeit (Ra, Rz, Rmax) wurde sowohl
initial als auch nach jeder Anwendung mit einem optischen Profilometer analysiert.
Resultate Es wurden keine signifikanten Unterschiede der Oberflächenrauigkeit zwischen den unterschiedlichen Systemen
festgestellt (p= 0,07 für Ra, p= 0,33 für Rz, p= 0,48 für Rmax). Eine signifikante durchschnittliche Abnahme von Ra, Rz
und Rmax von –0,171μm (p< 0,001), –3,297μm (p 0,001) bzw. –2,788μm (p= 0,001) nach jeder Anwendung wurde
gefunden. Ra, Rz und Rmax Werte nahmen signifikant zu um 0,194μm (p= 0,003), 5,890μm (p= 0,001) bzw. 5,319μm
(p= 0,010) bei zunehmender Instrumentendicke pro Einheit. Bezüglich der Diamantkorngrößen wurden keine signifikanten
Unterschiede von Ra, Rz und Rmax (–0,008μm [p> 0,05], –0,244μm [p> 0,05] bzw. –0,179μm [p> 0,05]) gefunden. Es gab
keine Anzeichen für eine Interaktion zwischen Systemtyp und Anwendungsanzahl für Ra, Rz und Rmax, mit p-Werten von
0,88, 0,51 bzw. 0,70.
Schlussfolgerungen Alle IPR-Systeme zeigten eine signifikante graduelle Abnahme der Oberflächenrauigkeit nach wie-
derholten Anwendungen. Es gab keine signifikanten Rauigkeitsdifferenzen zwischen Instrumenten mit unterschiedlichen
Diamantkorngrößen. Bei dünneren Instrumenten gab es signifikant höhere Rauigkeitsverluste, was möglicherweise in der
Praxis einen häufigeren Wechsel als bei dickeren Instrumenten nötig macht.
Schlüsselwörter Zahnmedizinische Hochgeschwindigkeitstechnik · Oberflächenrauigkeit · Optische Profilometrie ·
Zahnschmelz · Methoden zur Schmelzreduktion
Introduction
Space gaining procedures, e.g., tooth extractions, arch ex-
pansion, and reshaping of interproximal enamel surfaces
(i.e., interproximal reduction [IPR]) are commonly applied
in clinical orthodontics. Since the original introduction of
IPR [1], several authors [2–6] have described in detail
IPR indications and protocols for handheld or handpiece-
mounted enamel cutting instruments. Overall, IPR has
been used to address arch length discrepancies, to enhance
anterior esthetics and interocclusal relationships, and to
improve long-term stability of the treatment outcome [7].
The residual enamel roughness [8–10], and especially,
the increased susceptibility to caries in vitro [11–13] ini-
tially discouraged clinicians from performing IPR in every-
day practice. This perception has been drastically changed
in recent years with the best available evidence indicating
that IPR does not increase the incidence of caries on treated
teeth [14]. Moreover, regardless of the stripping method
used (i.e., abrasive strips, tungsten carbide burs or oscillat-
ing perforated diamond discs), finishing with Sof-Lex pol-
ishing discs can yield smoother surfaces than intact enamel
[15].
While most of the research focused on post-IPR enamel
effects, very little has been published so far on the wear
of IPR materials after multiple uses [16]. Such information
may have direct clinical implications since the particle size
of the abrasive determines the amount of enamel reduction
as well as the necessary time for polishing [17]. Lione et al.
[16] demonstrated by means of tribological testing a 60%
decrease in the abrasive capacity of motor-driven strips af-
ter 5min of in vitro use, whereas at the same time almost
complete detachment of diamond abrasive grains was ob-
served by scanning electron microscope in three patients
receiving IPR on mandibular incisors.
Given the growing acceptance of IPR as a minimally in-
vasive procedure by dentists and orthodontists [18], and the
widespread use of aligner treatment in combination with
IPR [19], it would be interesting from a clinical point of
view to investigate the surface changes on contemporary
IPR materials over time. Thus, the aims of this study are to
assess the roughness changes of 5 popular diamond-coated
IPR systems after consecutive in vitro applications in rela-
tion to system, diamond grain size, and instrument thick-
ness. The null hypothesis is that there is no difference in
the outcome between any of the parameters.
Materials andmethods
Eighty extracted human permanent incisors with macro-
scopically intact interproximal surfaces, free of caries and
restorations were collected from the undergraduate clinic
of the Department of Preventive, Restorative, and Pedi-
atric Dentistry, Dental School/Medical Faculty, University
of Bern, Bern, Switzerland. Before extraction, patients had
been informed about the use of the teeth for research pur-
poses and verbal consent had been obtained. After extrac-
tion, the teeth were pooled. The local ethics committee
categorizes pooled teeth as an “irreversibly anonymized
biobank” and thus, no previous ethical approval was needed.
The incisors to be used were cleaned under tap water with
a scaler to remove debris and then stored in 2% chloramine
solution in a refrigerator (4°C) until needed. The incisors
K
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Table 1 Technical details of the interproximal reduction (IPR) instruments tested in the study
Tab. 1 Technische Details der getesteten IPR(Interproximal-Reduktion)-Systeme
System Manufacturer Instrument coding Thickness
(mm)
Particle size
(μm)
Handpiece Manufacturer
DentaSonic
Diastrip
Alpin
Orthodontics,
Lucerne,
Switzerland
DS-25 0.15 25 DentaSonic water
cooling HP
Alpin Orthodontics,
Lucerne, SwitzerlandDS-40 0.20 40
DS-60 0.30 60
Ortho-Strips
System
Intensiv SA,
Montagnola,
Switzerland
OS-25 0.15 25 Intensiv Swingle
Reciprocating
Contra Angle
(WG-69A)
W&H, Bu˝rnmoos, Austria
OS-40 0.20 40
OS-60 0.25 60
SDC-G5-Prostrip SDC
Switzerland
SA, Bioggio,
Switzerland
SDC-15 0.15 15 Ti-Max X55 NSK-Nakanishi Inc.,
Kanuma, JapanSDC-20 0.20 30
SDC-30 0.30 40
Galaxy IPR
Diamond Discs
Ortho
Technology®,
Lutz, FL, USA
OT-11 0.19 64 KaVo
GENTLE-power
LUX 10LP
Straight 1:2
KaVo Dental, Charlotte,
NC, USAOT-13 0.19 64
OT-55 0.20 46
OT-56 0.20 46
OS Segment
Discs
Komet USA,
Rock Hill, SC,
USA
OS-10 0.20 57 Komet OS 31 W&H, Bürnmoos, Austria
OS-20 0.20 25
OS-18 0.18 49
were then mounted in cylindrical stainless steel molds with
self-curing acrylic resin (Paladur, Heraeus Kulzer, Hanau,
Germany). After curing of the acrylic resin, the stainless
steel molds were removed and the embedded incisors were
stored in the refrigerator at 100% humidity. For the IPR
procedures, the embedded incisors were then randomly al-
located to 16 groups of 5 teeth each.
IPR procedures
Five IPR systems, namely 16 instruments, were consid-
ered for the purposes of the study: DiaStrip (DentaSonic,
Cham, Switzerland), Intensiv Ortho-Strips System (In-
tensiv SA, Montagnola, Switzerland), G5-ProLign (SDC
Switzerland SA, Bioggio, Switzerland), Galaxy IPR Di-
amond Discs (Ortho Technology®, Lutz, FL, USA), and
OS Discs (Komet USA, Rock Hill, SC, USA). The tech-
nical characteristics of IPR auxiliaries are summarized in
Table 1.
IPR was carried out by the same operator (first au-
thor) according to the manufacturers’ recommendations.
For Galaxy IPR Diamond Discs, the straight handpiece was
operated at 5000 rpm; for the rest of the IPR systems, the
contra-angle handpieces were operated at 40,000 rpm with
water cooling. The tested auxiliaries underwent five con-
secutive IPR sessions on intact proximal surfaces. To re-
produce the average clinical treatment time, IPR sessions
were set at 20s [20, 21], reaching 100s in total use for each
auxiliary. After completion of IPR procedures, all systems
were cleaned thoroughly with distilled water.
Surface roughness evaluation
The surfaces of IPR auxiliaries were analyzed with an opti-
cal profilometer (FRT MicroProf® 100, equipped with a H0
sensor, Fries Research & Technology, Bergisch Gladbach,
Germany). Linear traces were recorded at a pixel density of
1000/mm. Due to the different forms of the instruments, dif-
ferent total lengths of the traces were obtained. For the Di-
aStrip system, the Intensiv Ortho-Strips system, and the G5-
ProLign system, the whole abrasive part could be measured.
The resulting trace lengths were 13mm (DiaStrip and In-
tensiv Ortho-Strips) and 17mm, respectively (G5-ProLign).
The sector-shaped OS Discs were measured at the outer
edges of the discs, where trace lengths of 5mm could be
obtained. For the disc shaped Galaxy IPR Diamond Discs,
traces were measured radially from the outer edges toward
the center. For three of the discs, namely OT–11, OT–13,
and OT–55, radial traces through the whole abrasive part
could be obtained in that way. The trace lengths were
2.7mm (OT–11), 2.5mm (OT–13), and 5.2mm (OT–55).
For the fourth disc, OT–56 containing a perforated sur-
face, not the whole abrasive surface could be measured,
as there was no radial linear path through it. We never-
theless obtained 3.7mm long traces for this disc type. The
average surface roughness (Ra; in μm), the maximum rough-
ness depth (Rmax; in μm), and the arithmetic mean height of
the surface profile (Rz; in μm) where then determined for
all the traces measured with a special software (Mark III,
Fries Research & Technology GmbH, Bergisch-Gladbach,
Germany). Profilometric measurements were performed at
baseline, i.e., before initiating IPR (T0), and after each ses-
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sion, i.e., at 20, 40, 60, 80, and 100s (T1–T5) by a second
examiner (third author), blinded to the experimental groups.
Statistical analysis
Random effects linear regression models were fitted using
Ra, Rz, and Rmax as the dependent variables respectively
and system, grain size, thickness, and time. Interactions be-
tween system and time were also assessed. The level of sta-
tistical significance was set at 5%. Statistical analysis was
conducted with the Stata Statistical Software (Release 15,
StataCorp LLC, College Station, TX, USA).
Results
The surface roughness values (Ra, Rz, Rmax) obtained by the
optical profilometer are presented in Table 2. Surface rough-
ness decreased with time across IPR system, thickness, and
grain-size groups. No overall significance of system was
found using likelihood ratio tests (P= 0.07 for Ra, P= 0.33
for Rz, and P= 0.48 for Rmax).
There was a significant average decrease of Ra, Rz, and
Rmax for all systems for every unit increase in time by
–0.171μm (95% confidence interval [CI]: –0.203, –0.139;
P< 0.001), –3.297 (95% CI: –4.493, –2.100; P 0.001),
and –2.788μm (95% CI: –4.422, –1.154; P= 0.001), respec-
tively (Table 3). Ra, Rz, and Rmax values increased signifi-
cantly, i.e., by 0.194μm (95% CI: 0.068, 0.321; P= 0.003),
5.890μm (95% CI: 2.282, 9.497, P= 0.001), and 5.319μm
(95% CI: 1.258, 9.379; P= 0.010) as instrument thickness
increased by one unit (Table 3). There was no significant av-
erage reduction of roughness values across grain sizes, viz.
–0.008μm (95% CI: –0.025, 0.008; P> 0.05), –0.244μm
(95% CI: –0.709, 0.221; P> 0.05), –0.179μm (95% CI:
–0.695, 0.337; P> 0.05) (Table 3).
There was no evidence of interaction between system and
time as the likelihood ratio tests P values for Ra, Rz, and
Rmax were 0.88, 0.51, and 0.70, respectively, and thus the in-
teractions terms were dropped from the model. Roughness
reduction by time, was comparable among systems (Fig. 1).
Discussion
As the popularity of IPR is increasing in nonextraction or-
thodontic treatment with fixed appliances and clear ther-
moplastic aligners, it is worthwhile to thoroughly explore
the mechanical behavior of IPR systems. To the best of our
knowledge, this is the first study designed to investigate the
surface roughness changes in an extended list of commonly
used handpiece-driven IPR instruments.
The lack of overall significance in roughness changes be-
tween systems indicates that no system was found superior
to others in withstanding abrasive loss. All tested materials
exhibited a significant reduction in surface roughness with
time, which was comparable for all IPR systems. Given in-
strument surfaces were cleaned before each profilometric
evaluation, it may be expected that in clinical conditions
the decrease in roughness might be more rapid since be-
sides detachment of diamond granules, increasing accumu-
lation of tooth material on the instrument surface during
the repeated applications might take place [16]. In addi-
tion, in daily practice, IPR is performed between adjacent
teeth. In case proper contacts and mechanical access are not
provided, forcing the stripping auxiliary into tight contact
points and application of a heavy load by the clinician, will
result in instrument deformation and a more rapid loss of
abrasive power [16].
Thicker IPR auxiliaries showed significantly less abra-
sive wear compared to auxiliaries with thinner stripping
segments. This finding implies that regardless of IPR sys-
tem, thinner stripping instruments may require more fre-
quent replacement when used in vivo. As other investigators
stated, instrument thickness may influence the instrument
deflection and achieved enamel reduction. The thicker or
the more solid the IPR instrument, the more efficient the
distribution of the applied force to the enamel surface [22].
Surface roughness of IPR systems was quantified in the
present study by profilometry, a broadly used method for
measuring the surface profile of dental materials [23–25].
Nevertheless, profilometry has been criticized for inducing
sample damage and its inability to measure overall surface
roughness due to scanning a single line in a preselected
area [26, 27]. By using a noncontact optical profilome-
ter, we avoided any potential sample damage. Although the
profilometer used would allow measurement of the rough-
ness parameters for whole surfaces, the different kinds of
perforations of the auxiliaries made it impossible to mea-
sure surfaces in a standardized way for all the auxiliaries.
Therefore, we decided to rather measure traces of maximal
lengths across the cross-sections of the abrasive parts of the
auxiliaries. Furthermore, the optical profilometer provides
an extremely high vertical resolution (<10nm) and a set of
roughness values that permits statistical analysis [28].
It is well-accepted that the amount of enamel reduction
is influenced by operator- or technique-related aspects such
as exerted pressure, hardness, and particle size of the abra-
sive, IPR duration, and tooth-related aspects such as enamel
hardness [17]. As there is no data in the literature about the
optimal applied force [22], to ensure standardization of the
experimental IPR technique, enamel preparation was car-
ried out by a single clinician within a predefined period,
strictly following manufacturers’ instructions for use.
K
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Fig. 1 Roughness changes of interproximal reduction (IPR) instru-
ments in relation to time (a Ra; b Rz; c Rmax). DS DiaStrip, IS Inten-
siv Ortho-Strips System, SDC G5-ProLign, OT Galaxy IPR Diamond
Discs, OS OS Discs
Abb. 1 Veränderung der Oberflächenrauigkeit der IPR(Interproximal-
Reduktion)-Systeme in Abhängigkeit der Anzahl Anwendungen
(a Ra; b Rz; c Rmax). DS DiaStrip, IS Intensiv Ortho-Strips System,
SDC G5-ProLign, OT Galaxy IPR Diamond Discs, OS OS Discs
Certain caveats need to be acknowledged when trans-
lating our study findings into clinical practice. The sample
teeth were mounted in acrylic resin, and therefore, it may be
presumed that no physiologic tooth movement during IPR
was simulated. Alternative embedment in silicone, like in
past studies [22, 29], has been criticized since silicone may
fatigue faster that biological tissues. Possible loosening of
K
Quantitative evaluation of the progressive wear of powered interproximal reduction systems after repeated use
the teeth in the silicone base could lead to insufficient re-
sistance to the mechanical movement of the auxiliary, and
eventually insufficient loading by the clinician during IPR
[29]. Furthermore, during or after IPR in vivo, stretching
of periodontal fibers might occur consequent to the initial
aligning, causing tooth movement and underestimation of
the stripping outcome [29]. Unlike clinical conditions, IPR
in this in vitro investigation was carried out on individual
teeth without the need for opening up the interproximal
space. This was chosen deliberately to facilitate access to
interproximal areas and direct study of surface roughness
changes of IPR instruments after multiple applications.
Future studies should aim to evaluate the efficiency of
powered IPR systems in vivo as well as user friendliness
and patient comfort [22]. It would be useful to couple the
abrasive wear of IPR auxiliaries with the actual amount of
the stripped enamel, and to assess patient perception during
IPR procedures with different systems. In this way, valu-
able recommendations can be made to clinicians about the
lifecycle and frequency of replacement of IPR instruments
to maximize treatment efficiency and patient comfort.
Conclusions
No system was found superior to others in withstanding
abrasive wear. All tested powered stripping materials pre-
sented a significant decrease of surface roughness after re-
peated in vitro use. The grain size of the stripping segment
did not have a significant effect on the observed roughness
changes. Significantly less abrasive wear was observed in
thicker auxiliaries, implying longer potential clinical use
compared to thin IPR auxiliaries.
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